Background and Aims: We devised a guard which can be slid and fixed over the central venous puncture needle at a desired length (measured through ultrasound) preventing the needle from penetrating deeper into the skin beyond this guard. This randomized, single blinded, controlled study was designed to evaluate the success of ultrasound guided internal jugular vein (IJV) cannulation using measured guided needle with guard in terms of success and occurrence of complications. Material and Methods: After ethical approval and written informed consent from the patients ultrasound-guided right-sided IJV cannulation was done with a conventional puncture needle (length of 6.4 cm) in the control group (n = 210) and with a conventional puncture needle with a guard fixed proximal to the bevel at a distance equal to the distance between the skin entry point and the midpoint of IJV measured with the help of USG in the study group (n = 210). The primary outcome studied was the number of attempts for successful cannulation. The secondary outcomes studied were complications and ease of cannulation. Results: 419 patients were randomized into control (n = 209) and study groups (210). Successful IJV cannulation in the first attempt (primary endpoint) in the study group was significantly higher compared to the control group (98.6 vs. 85.7%, P = 0.007). Posterior venous wall puncture was reduced in the study group, that is, 0.5% (1/210) compared to control group, that is, 8.61% (18/209) (P = 0.001). Common carotid artery puncture was 7.18% (15/209) in control group and 0% (0/210) in study group (P = 0.001). Operators rated better ease in study group (P < 0.001). Conclusions: The use of measured guided needle with guard significantly improved the accuracy, success and ease of USG guided IJV cannulation and decreased complications.
Introduction
Ultrasound guidance has been suggested as being beneficial for placement of central venous catheters (CVCs) by improving the success rate, reducing the number of needle passes, and decreasing complications [1] [2] [3] [4] [5] associated with CVCs. Despite the usage of ultrasound guidance for Internal Jugular Vein (IJV) cannulation, the incidence of carotid artery and posterior venous wall puncture has been reported to be about 20% and 64%, respectively, in human simulators. [6] Average distance of midpoint of IJV to the skin is 1-2 cm. [7] However, the commercially available central venous cannulation sets are supplied with conventional 6.4 cm puncture. This puncture needle has a tendency to penetrate deeper and is thus more likely to puncture the posterior wall of the vein leading to hematoma formation and may even damage the structures lying underneath. The risk of common carotid artery (CCA) puncture is high in this scenario as the vein is found anteriorly placed or overlaps anterolaterally with respect to the artery in 41% and 34% of the cases, respectively. [8] We therefore devised a guard which can be slid and fixed over the needle at a desired length (measured through ultrasound) thus preventing the needle from penetrating deeper into the skin beyond this guard. This prospective, randomized, single-blinded, controlled study was designed to evaluate the efficiency of ultrasound-guided (US-guided) IJV cannulation using measured guided needle with guard in terms of success, ease and the complications.
Material and Methods
After approval from the Institutional Ethics Committee a prospective, randomized, single-blinded controlled study was conducted over a period of 2 years. Patients aged between 19 and 65 years of both sexes with ASA grade I-II undergoing surgery and requiring internal jugular venous access were included. Written informed consent was taken from all the patients. Patients with a history of neck surgery, CVC insertion within the previous 15 days, bleeding disorder, infection or phlebitis at the site of insertion, congestive heart failure, pulmonary or tricuspid valve stenosis/regurgitation, pulmonary hypertension, extreme obesity, severe obstructive pulmonary disease and patients with body mass index (BMI) of >35 kg/m 2 were excluded.
Patients were evaluated for inclusion during their preoperative examination by Anesthesia consultant. In the operating room, the anesthesia consultant randomized and allocated the patient in to control or study groups with the help of computer generated table of random numbers. In the Control group: US-guided right-sided IJV cannulation was done with conventional puncture needle (length of 6.4 cm) and in the Study group: US-guided right-sided IJV cannulation was done with conventional puncture needle with guard fixed proximal to the bevel at a distance equal to the distance between skin entry point and the midpoint of IJV measured with the help of USG. The guard was prepared with a non-PVC disc with a central hole through which the needle shaft fits snugly [ Figure 1 ]. IJV cannulations were performed by senior residents of the respective operation rooms who had more than 2 years of experience in US-guided IJV cannulation. The procedure and method was explained to them with the help of a pre-recorded video. After induction of anesthesia and intubation patients were placed in 15° Trendelenburg position. Appropriate skin preparation and draping of the skin of the right side neck was done at the apex of the triangle formed by sternal and clavicular heads of the sternocleidomastoid. A linear transducer probe of a 6.5 to 13-MHz (Micromax portable ultrasound machine, Sonosite, USA) was placed at the apex of triangle with minimal pressure to avoid IJV compression in the short axis approach. The distances between skin and midpoint of the right IJV, skin to posterior wall of the IJV, position of the IJV in relation of CCA were noted. The IJV of right side was punctured under real-time ultrasound guidance by a conventional needle in control group and a needle with guard fixed at the measured distance from the needle's tip in the study group. Insertion of needle in effort to puncture the IJV was considered as an attempt. Pulling out the needle in case of failure to puncture the IJV was also considered as an attempt.
An independent observer not involved in the IJV cannulation monitored the procedure. The primary outcome was the number of attempts for successful cannulation. Secondary outcomes were complications and ease of cannulation. The expected complications were failure to cannulate the vein, accidental CCA puncture, pneumothorax, vertebral artery puncture and damage to other important structures of neck. Based on the success of cannulation and the presence of complications, the performer anesthesiologists were asked to rate the ease of cannulation on a score of 1-5 (1 = extreme dissatisfaction, 2 = dissatisfied, 3 = neutral, 4 = satisfied and 5 = highly satisfied).
Sample size estimation
A sample size of 201 patients in each group was calculated to achieve 85% power with an alpha error of 0.05 to detect a difference of 7.5% between the groups based on a pilot study which showed success rates of 95 and 87.5%.
Statistical analysis
Normality of the continuous variables was assessed and the variables were considered normally distributed when standard deviation (SD) was approximately less than ½ mean. Normally distributed variables were presented in mean ± SD and categorical variables as frequency and percentage. To compare the mean score between control and study groups, independent samples t-test was used while to compare the proportions between two groups, Chi-square test/Fisher's exact test was used. Difference in proportions and its 95% confidence interval (CI), relative risk (RR) and its 95% CI, number needed to treatment (NNT) were calculated. [9] A P value <0.05 was considered to be statistically significant. Statistical analysis was done using software "Statistical Package for Social Sciences, version-23 (SPSS-23, IBM, Chicago, IL, USA)" and "MedCalc".
Results
A total of 445 consecutive patients were evaluated. 25 patients were excluded on account of history of previous CVC insertion within 15 days (n = 3), antiplatelet therapy/ bleeding disorder (n = 9), body mass index (BMI) >35 kg/ m 2 (n = 5) and COPD (n = 8). The remaining 420 patients enrolled in the study. In one patient of control group, the right IJV was found to be thrombosed on ultrasonography and therefore the procedure was abandoned. This patient was considered as a drop out and was not included in the final analysis. 419 patients completed the study and were subjected to statistical analysis (209 and 210 control and study groups, respectively) [ Figure 2 ].
Patients of both the groups were comparable with respect to age, weight, height, gender and BMI [ 2%, 95% CI = 3.6%-11.6%, P = 0.001]. NNT was 13.9. In the control group, CCA puncture was more common in the patients with IJV and CCA in anterior relationship [11/15 (73.3%) , P = 0.011]. In 12 cases, the needle passed through posterior venous wall to puncture CCA. Operator anesthesiologists rated better ease in study group (P < 0.001) [ Figure 3b ].
Discussion
The present study has shown that the use of guard over the conventional needle increased the success of IJV cannulation in the first attempt and decreased the complications associated like carotid puncture or posterior venous wall puncture.
The ultrasound beam in real-time ultrasound scan is narrow (0.2-1.2 mm) and despite the operator trying to visualize the needle tip and place it in the vein, many a time the tip might actually cross beyond the ultrasound beam, and a cross section of the proximal part of the needle is appreciated in the view. [10] In this circumstance, the tip may have already penetrated the posterior venous wall. In case any structure like the CCA lies beneath the posterior venous wall it can get punctured or damaged. Placement of guard over the needle prevented the operator from overshooting the needle beyond the venous lumen. Additionally, the operator did not require to withdraw the needle to bring the tip in the venous lumen thus increasing the success of IJV cannulation in first attempt. The guard over the needle also provided a visual feedback of the length of penetration to the operator outside the skin. In control group, carotid artery puncture was more common in the patients with IJV and CCA in anterior relationship suggesting that any degree of overshoot leading to posterior venous wall puncture caused puncture of the carotid artery lying just underneath.
A meta-analysis comparing the long-axis/in-plane and short-axis/out-of-plane (SA-OOP) approaches for ultrasound-guided vascular catheterization, found that the total success rate was similar for US-guided IJV catheterization; however, the number of attempts may be reduced with the SA-OOP approach. [11] In longitudinal-axis approach, the needle easily moves out of plane and disappears from the screen. Further, disproportion between the thickness of the ultrasound plane and the needle diameter creates difficulty in visualization of the entire needle longitudinally. [10] Partial visualization may cause the same phenomenon described previously for the posterior wall and makes one vulnerable for injury to posterior or lateral wall of IJV. A high degree of skill and good hand eye coordination are required to keep the entire needle length within the sonographic view. [10] Hence, a major portion of the studies on ultrasound-guided vascular access in literature use the short-axis approach. [12] [13] [14] Many modifications of needle were done in the past. Creating indenting markings on the existing unmarked introducer needle has been shown to improve IJV cannulation and decrease the complications. [15] An echogenic vascular cannula with "Cornerstone" reflectors near the tip significantly improved cannula visibility and decreased access time though failed to reduction in mechanical complications. [16] Although interpretation of dynamic 2D ultrasound images remains subjective, differentiation of the real needle tip and echogenic reflectors of the shaft in ultrasound image requires greater expertise. Our guard over needle technique provided additional safety as it not only indicated the length of the needle to be inserted but also protected against any inadvertent force on the needle by the operator.
Limitations
The present technique guards the excessive needle penetration inside the subcutaneous plane. However, applying undue inward force on the needle per se causes venous collapse thereby decreasing the depth of the posterior venous wall from the skin and thus jeopardizing safety. A minimal application of force is utmost important for safe central venous catheterization. Operator blinding was also not possible so might have created some bias in the results.
In conclusion, our investigation demonstrated that the use of measured guided needle with guard significantly improved the accuracy, success and eases of USG-guided IJV cannulation and decreased the incidences of posterior venous wall puncture and CCA puncture. Our data also provided anatomical relationship between IJV and CCA and the clinical rationale of using real-time ultrasonography for all IJV cannulation. We therefore suggest that measured guided needle with guard should be routinely used for IJV cannulation. Further studies with larger sample size are suggested to explore the usage of this needle with guard for other venous and arterial cannulation in future.
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